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Indian Standard
SPECIFICATION FOR CYLINDRICAL METAL MEASURES FOR USE IN TESTS OF AGGREGATES AND CONCRETE
0. F-OREWORD
0.1 This Indian Standard was adopted by the Indian Standards Institution on 28 January 1982, after the draft finalized by the Cement and Concrete Sectional Committee had been approved by the Civil Engineering Division Council. 0.2 The Indian Standards Institution has already published a series of standards on methods of testing cement and concrete. It has been recognized that reproducible and repeatable test results can be obtained only with standard testing equipment capable of giving the desired level of accuracy. The Sectional Committee has, therefore, decided to bring out a series of specifications covering the requirements of equipment used for testing cement and concrete, to encourage their development and manufacture in the country. 0.3 Accordingly, this standard has been prepared to cover requirements of the cylindrical metal measures used in testing aggregates and concrete. The relevant methods of tests wherein use of these measures is called for are covered in IS : 1199- 1959" and IS : 2386 ( Part III )-1963t. 0.4 In the formulation of this standard, due weightage has been given to international co-ordination among the standards and practices prevailing in different countries in addition to relating it to the practices in the field in this country. 0.5 For the purpose of deciding whether a particular requirement of this standard is complied with, the final value, observed or calculated, expressing the result of a test or analysis, shall be rounded off in accordance with IS : 2-196Of. The number of significant places retained in the rounded off value should be the same as that of the specified value in this standard.
*Methods of sampling and analysis of concrete. TMethods of test for aggregates for concrete : Part III Specific gravity, voids, absorption and bulking. $Rules for rounding off numerical values ( revised ). density,
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1.SCOPE
1.1 This standard covers the requirements of cylindrical metal measures used in tests for determining the following: a) Bulk density and voids of aggregates for concrete, and b) Weight per cubic metre, yield, cement factor and air content ( gravimetric ) of freshly mixed concrete.

2.CYLINDRICAL METAL MEASURES
2.1 Cylindrical metal measures shall be of capacities 3, 10, 15, 20 and 30 litres. 3. MATERIAL 3.1 The material of construction mild steel.
NOTE -

of cylindrical

metal measures shall be

Use of mild steel conforming

to IS : 226-1975* is recommended.

4. DIMENSIONS 4.1 Dimensions with tolerances for cylindrical metal measures specified in 2.1 shall be as given in Table 1. Where tolerances are not specifically mentioned, dimensions shall be considered nominal.
NOTE - Allowable deviations for nominal dimensions coarse class of deviation in IS : 2102-1969t.

shall be as laid down

for

TABLE 1, DIMENSIONS
SL CAPACITY

OF CYLINDRICAL

METAL MEASURES
THICKNESS OF METAL ( &fin ).

No.

litres

INSIDE DIAMETER,

IK~DE HEIGHT,

A* mm 0) i) ii) iii) iv) (2) (3) 15011.5 250&2 250&2 350f2 350&2 to dimensions

B'

y_-----7 Wall, C* (5) 25 2.5 2.5 2'5 2'5

mm Bottom, D* (6) 4-5 4.5 44 4'5 4'5

(4) To be adjusted to get the required capacity indicated in Fig. 1.

3f.03 lO~t'10 15&`15 20 rfr.20 30&`30 v) *The symbols correspond

*Specification for structural steel ( standard quality ) ( fifth revision ). tAllowable deviations for dimensions without specified tolerances (first revision ).
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Is : 10079 - 1982 5. CONSTRUCTION 5.1 Cylindrical metal measures shall be constructed as shown in Fig. 1 and

Fig. 2. The measures shall be water-tight, preferably machined to accurate dimensions on the inside and sufficiently rigid to retain their form under rough usage. The 15, 20 and 30 litre capacity measures shall be reinforced around the top with a metal band to provide an overall wall thickness of not less than 5 mm in the upper 40 mm. The measures may be provided with handles.

I

'

oFIG. 1 TYPICAL CVLINDRICAL MEASURE OF3 AND 10 Lum CAPACITY

6. ACCESSORIES 6.1 Tamping Rod 6.1.1 The tamping rod shall be 16$0*5 nun in dia and 600&2 mm long with a rounded working end and shall be made of mild steel.
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4Omm

-@A-

b--C

i8

r
and indelibly marked on or his registered trade-mark or both, and

1 -f-- D

MEASURE OF 15, 20 AND30 LITRE CAPACITY FIG. 2 TYPICALCYLINDRICAL
6.2 Tamping Bar 6.2.1 The tamping bar shall be of square cross-section with tamping face 25kO.5 mm square and 400&2 mm long and weighing 2 kg and shall be made of mild steel and provided with a handle. 7. MARKING 7.1 The following information shall be clearly each of the cylindrical metal measures:

a) Name of the manufacturer b) Date of manufacture,
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7.2 Cyclindrical cation Mark.

metal measures may also be marked with the IS1 Certifi-

- The use of the ISI Certification Mark is governed by the provisions of the NOTE Indian Standards Institution (Certification Marks) Act and the Rules and Regulations made thereunder. The ISI. Mark on products covered by an Indian Standard conveys the assurance that they have been produced to comply with the requirements of that standard under a well-defined system of inspection, testing and quality control which is devised and supervised by IS1 and operated by the producer. ISI marked products are also continuously checked by ISI for conformity to that standard as a further safeguard. Details of conditions under which a licence for the use of the IS1 Certification Mark may be granted to manufacturers or processors, may be obtained from the Indian Standards Institution.
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